
N A S A  

I- 

C O N T R A C T O R  

R E P O R T  

EMITTANCE MEASUREMENT STUDY 

by R. P. Heinisch, J. K.  Andersson, 
-, and R. N. Schmidt 

Prepared by 
HONEYWELL, INC. 
Minneapolis, Minn. 
for Langley Research Center 

NATIONAL  AERONAUTICS  AND  SPACE  ADMINISTRATION WASHINGTON, D. C. MAY 1970 



TECH LIBRARY KAFB, NY 

J EMITTANCE  MEASUREMENT  STUDY 

J 
By R. P. Heinisch, J. K. Andersson, and R. N. Schmidt J 

Distribution of this  report is provided in  the  interest of 
information  exchange.  Responsibility for the contents 
resides  in  the  author  or  organization that prepared it. 

,,I ) ~ : c r c ,  ‘ I C  
J 

0-G 
Prepared  under  Contract No.  NAS 1-8447 by 

Minneapolis, Minn. 
h 4 >  d2 I + HONEYWELL, INC. 

for Langley Research  Center 

NATIONAL  AERONAUTICS AND  SPACE ADMINISTRATION 

For sole by the  Clearinghouse for Federal  Scientific  and  Technical  Information 
Springfield,  Virginio 22151 - CFSTI price $3.00 





FOREWORD 

This  report  documents  the  results of an  Emittance  Measurement  Study  per- ' 

formed  for  the  National  Aeronautics  and  Space  Administration  under  Langley 
Research  Center  direction  on  contract No. NAS 1-8447. The  study  objective 
was  to  develop  and  implement  an  experiment  to  determine  accurately  the  di- 
rectional  emittance of blackbody  cavities. A comprehensive  review of the 
literature  was  conducted  on  previous  analytical and experimental  studies, and 
resul ts  of those  studies  were  incorporated.  Four  cavities  were  designed  and 
tested  during  this  study,  and  correlation of the  test  results  with  analytical 
prediction  was  made. 

The  cavities  tested  included  straight  conical,  cylindrical,  and two off-axis 
cones  with  entrance  lips. 

The  Honeywell  Aerospace  and  Systems and Research  Divisions  performed 
this  study  under  the  direction of Mr.  J. C. Bates  during  the  period 27 June 
1968  through 18  May 1969. 

Acknowledgment is extended  to Mr .  F. J. Bradac  for  fabricating  the  ellip- 
soidal  reflector,  to  Dr.  Hans  Mocker who provided  the  laser, and to Mr.  
Douglas  Perlick who programmed  the  analysis  on  the  optical  performance 
of the  ellipsoid.  The  editorial  assistance of Professor  E. M. Sparrow of the 
University of Minnesota is gratefully  acknowledged. 
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EMITTANCE MEASUR.EMENT STUDY 

By R.. P. Heinisch,. J. K. Andersson, and R. N. Schmidt 
Honeywell  Inc. 

SUMMARY 

A measurement  technique  was  developed and tested  for  determining  the  direc- 
tional  spectral  emittance of blackbody  cavities.  The  emittance  was  deter- 
mined  from  reflectance  measurements of the cavities  using a laser  energy 
source (10. 6 p) and  an  integrating  hemi-ellipsoid  collector.  It  was  demon- 
strated  that  this  technique is capable of highly  precise  emittance  measure- 
ments  to a resolution of five  significant  figures  for high emittance  cavities. 

Emittance  measurements  were  made of four  different  blackbody  Cavities: .a 
cylinder,  cone,  off-axis  cone  (all  with  length-to-diameter  ratios of 3), and . 
an  off-axis  cone  (length-to-diameter  ratio of 12:45). Measurements  were 
made of each  cavity  coated with  nominally  specular  and  diffuse  reflecting 
black  paints.  Additional  measurements  were  made of the  12.45  length-to- 
diameter  ratio  off-axis  conical  cavity, without  an  internal  paint  coating. 

Emittance  values  for  these  cavities  varied  from 0. 94 for  the  cylinder  painted 
with  specular  reflecting  paint  to  greater  than 0. 99999 for  the  12.45  length-to- 
diameter  ratio,  off-axis  conical  cavity when painted  with  either  specular or 
diffuse  reflecting  paints. 
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INTRODUCTION 

The  concept of a blackbody is fundamental  to  the  study  and  application of radi-  
ative  transfer. A blackbody is defined a s  an  ideal body that  permits  all  inci- 
dent  radiation  to  enter  and be absorbed  internally. A s  a result,  the  blackbody 
is a perfect  absorber, and therefore a perfect  emitter i f  isothermal,  which 
provides a standard  against  which  real  absorbers or emitters  can be com- 
pared. In practice, it is difficult  to  obtain a good approximation  to a black- 
body due to a lack of experimental  data on absolute  emittance. 

This  investigation  therefore  was  to  determine  precisely  the  directional  spec- 
tral  emittance of cavity  radiators  and  to  determine the specific  performance 
of different  cavity  geometries.  The  technique  employs  Kirchhoff's  law  to  cal- 
culate  the  spectral  emittance  based upon measurement of reflectance of a 
cavity. For  the  reflectance  measurement, a monochromatic  beam  from a 
C 0 2  laser  is directed  into  the  cavity  aperture  and  radiation  reflected  out of 
the  cavity  in  all  directions is collected by an  ellipsoidal  mirror and  brought  to 
a focus on a detector.  This  experimental  technique is capable of providing 
cavity  emittance  values of extremely high accuracy. 

Emittance  measurements  at 10.6 P were  performed on four  cavities  during  the 
investigation.  The  cavities of pr imary  interest   are  two off-axis  cones,  the 
larger  of which is geometrically  equal  to  that  being  used  at  the  NASA/Langley 
Research  Center  in  an  infrared  calibration  facility. In  addition,  emittance 
values  were  measured  for a circular  cylindrical  cavity  and a conical  cavity. 
These  configurations  are  commonly  employed  in  engineering  practice, and 
their  performance  was  determined  here  as a basis  for  assessing  the  merits 
of the  more  sophisticated  off-axis  cavity  designs.  Experimental  results  for 
the  cylindrical  and  conical  cavities  are  amenable  to a limited  comparison with 
analytical  predictions. 

Tests  were  performed  for  various  surface  conditions  within  the  interiors of 
the  cavities.  These  included  uncoated  polished  copper, a coating of black 
paint  with  approximately  diffuse  reflection  characteristics,  and a coating of 
black  paint  with  approximately  specular  reflection  characteristics. 
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LITERATURE SURVEY 

An  extensive  survey of available  literature  pertaining  to  blackbody  techniques 
and  surface  radiation  properties  was  performed to complement  the  experi- 
mental  investigation.  This  survey  covered  experimental  studies,  theoretical 
studies, and measurement  techniques  conducted  previously. 

The  importance of the  blackbody  cavity  concept,  in  the  theory and application 
of radiative  transfer,  has  been  well  documented.  However,  the  survey 
showed that  there  have  been  very few experimental  studies  conducted  to 
determine  the  quality of actual  blackbodies  used  in  experimental  studies. 
Also,  th'ere is a definite  lack of low-temperature  work  in  the  radiative  transfer 
of energy  from blackbody cavities. 

Publications  listed  in  the  section  "Bibliography"  consist of 99 published  works 
that  were  studied  and  applied to the  design  and  conduct of this  experiment. 
Major  conclusions  drawn  from  the  survey  are: 

0 Reliable  measurements of spectral  cavity  emittance  have 
not, heretofore,  been  performed. 

0 Analytical  information  on  the  spectral  directional  emittance 
of cavities is, to  our knowledge, presently  unavailable. 

0 Existing  analytical  predictions  for  the  total  hemispherical 
emittance of cavities  are  limited  to  elementary  geometries. 
These  have not  been  subjected  to  experimental  verification. 

3 



THEORETICAL BASIS OF THE EXPERIlVlENTAL  METHOD 

The  performance of blackbody  cavities is generally  defined  in  terms of fluxes 
of radiant  energy  which  pass  through  the  cavity  aperture. Figure 1 schematic- 
ally illustrates a blackbody  cavity of arbitrary  shape  with  incident  and  reflected 
energy. A parallel bundle of rays  is directed  into  the  cavity  aperture,  the 
rays  being  inclined at an  angle of 8 with  respect  to  the  normal  to  the  cavity 
aperture.  The  incident  radiant  energy  is  denoted by E. and  the  radiation 

reflected in all directions by Er. Radiation  properties of the  cavity, i. e., 
emittance,  reflectance, and absorptance,  are defined a s  being  equal  to  the 
radiation  properties of the  cavity  aperture. 

Reflectance of the  cavity is given by: 

1 '  

where  the  subscript X indicates  monochromatic  radiation  properties.  The 
absorptance is expressed as: 

E .  E 

By Kirchoff' s law,  the  monochromatic  emittance 8 and  monochromatic 
absorptance LY are equal for isothermal  blackbodies.  The  equality is 
strictly  valid  for  each  angular  direction (8) and for  each  component of polar- 
ization.  The  present  measurements  are  made  with  polarized  radiation and 
therefore  Kirchoffl s law is applicable  without  approximation. 

X 
x 

Therefore, 

Q X  ,= E x  = 1 - PA 

where cr is the  directional  absorptance, E: is the  directional  emittance and 
p is the  hemispherical  reflectance  for  directionally  incident  energy which 
indicates  that  directional  emittance  can be established if a technique is 
available  for  the  measurement of hemispherical  reflectance. 

Using  Equation (3), the  sensitivity of the  cavity  emittance  to  errors  in  cavity 
reflectance is shown to  be: 

A P  x 
PX 

A % = A  P A =  PX (4) 
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Figure 1. Arbitrary Blackbody  Cavity Shape 
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To obtain  precise  values of the  directional  emittance c A  for bodies  approxi- 
mating a t rue blackbody  cavity,  large  relative  errors  are  permissable  in 
measurement of reflectance p x  . For a typical  measurement of reflectance 
of 0.0005  with an e r r o r  - *!J of 20 percent,  the  equivalent  accuracy of the 
emittance  calculation wi l l  be: 

P 

€ = 0.9995 f 0.0001 (5) 

or 0.01  percent  error.  
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REFLECTANCE  EXPERIMENT 

The.  experimental  procedure  used  to  obtain  hemispherical  reflectance  mea-. 
surements  in  the  middle  infrared  to  an  accuracy  much  greater  than  previously 
attainable  was  made  possible by the  availability of a stable,  highly-collimated, 
long-wavelength  source,  and  the  use of a specially  constructed  hemi- 
ellipsoidal  mirror  for  collecting  reflected  energy and  focusing it onto a 
detector. 

Precision  measurements of different  cavities  over  long  time  periods  required 
the  use o f  such  an  energy  source  to  ensure a continuous and precise  level of 
input  energy  into  the  blackbody  cavities.  The  ellipsoidal mirror  used  per- 
mitted  positioning of the  illuminated  cavity  at  one  focus  and  the  detector  at 
the  second  focus.  This  gave  the  detector an unobstructed  view of the  entire 
blackbody  cavity  since both focal  points of the mirror  were  located  side by 
side when  viewed  in  the  direction of the laser beam. 

Previous  hemispherical  reflectance  studies  have  used a hemispherical  collector 
requiring  that  the blackbody  cavity and detector be positioned off center.  This 
resulted  in  an  aperture  image  size  distorted  sufficiently to require  integration 
of focused  energy by movement of the detector.  The  integrating  ellipsoidal 
collector  permitted  total  reflected  energy  measurement  using a large  area 
detector  fixed  at  the  image  focus. 

Figure 2 schematically  shows  the  measurement  experiment.  The  modulated 
monochromatic  beam  from the laser  enters the  ellipsoidal  collector and 
illuminates  the  blackbody  cavity.  Radiation  which is reflected out of the  cavity 
in  all  directions is collected by the  ellipsoidal  mirror and  focused on a ther- 
mopile  detector.  Measurement  accuracies  using  this  reflectance  experiment 
give  cavity  emittance  values  to  five  places. 

The  following  sections of this  report  discuss  in  detail  the  cavities  measured, 
the  experiment  design  and  error  analyses,  and  the  test  results. 

CAVITY CONFIGURATIONS 

Selection of the  blackbody  cavities to be  measured  in  this  experiment  was  in- 
fluenced by two primary  factors.  In  the  design  and  development of a pre- 
cision  long  wavelength  radiometer  calibration  source,  an  off-axis  conical 
cavity  with  an  entrance  lip  was  used.  Detailed  analyses  were  made  to  define 
a cavity  design  that would approach  unity  emittance.  Subsequent  to  the  fab- 
ricating and testing of this  system,  however, no experimental  verification 
of the  absolute  directional  emittance w a s  possible.  Therefore, one of the 
cavities  tested w a s  dimensionally  equal  to  the  cavity  designed  for  the  radio- 
meter  calibration  source  (see (a) in Figure 3. ) 

Three  additional  cavities  were  tested  to  permit  experimental  and  analytical 
data  comparison  and  to  compare  data  for  off-axis  conical  cavities  as a 
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function  of  length  to  aperture  diameter  ratio.  These  cavity  designs  are  pre- 
sented  in (b), (c), and (d)  in  Figure 3. The  straight  cylindrical and straight 
conical  cavities  represent  simple  geometric  shapes  that were  amenable  to a 
limited  comparison with analytical  data. A length-to-diameter  ratio  (L/D) of 
3 provides  cavity  emissivities of approximately 0. 99 to  permit  numerical 
comparison with  the  off-axis  cone  with a 12.45 L/D. This  conical  cavity  was 
analytically  designed  to  have  an  emissivity  greater  than 0. 999. 

A l l  four  cavities  were  fabricated  from  copper  to  reduce the possibility of sig- 
nificant  thermal  gradients  along  the  cavity  walls. Appendix A details  the 
thermal  analyses  conducted and  shows a maximum  temperature  cycle of 0. 1°F 
at  the laser  energy input  node. 

Each of the  cavities  was  tested  using both  nominally  specular and nominally 
diffuse  reflecting  paints.  In  addition, the 12.45 L/D  cavity  was  tested without 
any  internal  paint  coating  to  permit  determination  of  the  effects of the  paints. 
Reflectance  measurements were  made of paint  samples on copper  discs  to 
determine i f  degradation of the paints  occurred  during  laser  illumination. 
These  tests  were  made both before and after a 15-minute  exposure  to  the  in- 
cident  laser  beam and  no  significant  changes  to  the  paint  surfaces  were  noted. 

EXPERIMENT DESIGN 

Integration of each of the  individual  elements of the  experiment,  error  analy- 
ses conducted,  and calibration of the  equipment  prior to actual  measurements 
was  accomplished  kith two primary  goals:  obtaining and  maintaining  experi- 
mental  accuracy and facility of the  measurements. 

Mechanical  design of the system  test  setup  accomplished the necessary  align- 
ments,  device  motion  requirements, and cavity  inser.tion  and  extraction. 
Error  analyses  were  conducted  to  determine both e r ror   sources  and  potential 
e r r o r  magnitudes  in  the  experimental  data.  Finally, two separate  calibration 
methods  were  used, a calibration of the  detector-electronics and  a calibration 
of the entire  system. 

Each of the  above  elements of the experiment  design is discussed  in  the  fol- 
lowing  sections. 

Apparatus 

Figure 4 shows  an iso'hetric  diagram of the  experimental  apparatus.  The 
figure  shows  that  radiation  from  the  laser  passes  through, is chopped by 
the  modulato? and enters  through a slit  opening in  the  ellipsoidal  mirror  into 
the  blackbody  cavity.  The  radiation is reflected  from  the  cavity and is col- 
lected by the  ellipsoidal  collector  and  focussed  onto  the  thermopile  detector. 
The  design  provides  for  accurate  positioning of the  ellipsoid,  detector,  and 
cavities.  The  laser and  modulator a re  mounted  on a  yoke  which  pivots  about 
the major  axis of the  ellipsoid  to  permit  varying  the  incidence  angle of the 
laser  beam on the  cavity  aperture. 
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Figure 4. Isometric  Diagram of Experimental  Apparatus 

11 



To facilitate  changing  the  blackbody cavities, provisions were made  to  permit 
insertion of the  cavities  from below while  the  ellipsoidal mirror remained  in 
position.  An  additional  rotational  degree of freedom  was  provided  to  permit 
rotation  to  map  directional  emittance bf the  off-axis  cavities. 

Laser. -- The  energy  source  used  in  the  study is a  sealed off single  trans- 
verse  mode  (TEM ), highly  stable,  single  frequency  C02  laser.  The re- 
quirements  for  a  long-term,  stable  energy  source with very  narrow  beam  char- 
acteristics  dictated  this  choice.  Long-term  stability  (one  hour) of the laser  
output after  a  one-hour  warm-up  period  was  better  than 0.1 percent. 

ooq 

Figure 5 shows  the  beam  characteristics of the  laser.  These  measurements 
were  made  at  a  distance of nine  and  a  half feet  from  the  laser  where the beam 
spread  has  reached  several  inches.  It is shown to be essentially free of dif- 
fraction  effects,  the  secondary  maxima  occurring  approximately  four  to  five 
orders  of magnitude below the  center  maximum. 

To  make  reflectance  measurements  five  orders of magnitude below  the maxi- 
mum  beam  intensity,  background  reflection off  of the  cavity  entrance l ip must 
be reduced to an  equivalent  level.  Therefore,  the  laser  was  mounted i n  the 
test  fixture to  produce  a  beam  diameter of 0. 5 centimeter  at  the  cavity  aper- 
tur e. 

It  was  experimentally  determined  that less than 10 of the  incident  beam  was 
reflected off the  cavity  aperture  shoulder and imaged  onto  the  detector.  This 
was  measured by replacing the  blackbody cavities with  a  dummy"  cavity  con- 
sisting of a hollow cylinder of similar  shape.  The  primary  beam  passed 
through  the hollow cylinder and was  absorbed  in  the  room  housing  the  experi- 
ment.  Only energy  reflected off the  aperture  lip  was  collected and focused 
onto  the detector  (see  Figure 6). With a  highly  polished  aperture  lip,  the  re- 
flected  energy  was  measured  to be < of the  incident  beam  and  an  order of 
magnitude  lower  with  an  absorbing  surface  on  the  entrance  lip.  Black  flock 
paper  was  effectively  used  as  the  absorbing  surface. 

-. .5 

1 1  

Laser beam 

Figure 6. Calibration of Stray  Reflection Off Cavity  Shoulder 
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Figure 5. Laser  Beam  Characteristics  at 9.5 Feet 
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Modulator. -- Modulation of the laser  energy  beam  was  required  to  dis- 
tinguish  the  reflected  input  energy  from  the  cavity  and  ellipsoidal  collector 
self  emissions.  The  chopping  used  an  optical  modulator  to  avoid  the  diffrac- 
tion  effects  inherent  in a mechanical  chopper. 

Figure 7 shows a schematic of the  modulator  assembly.  The  Irtran 2 optical 
f lats  are positioned  within a hollow shaft which is rotated  about  the  laser 
beam.  Rotation of .the shaft  modulates the  input energy by the  change  in re -  
flection and transmission of the  polarized  laser  beam. Two optical  elements 
a r e  used  to nul l  out lateral  shifts of the  beam so  that  the  beam  does not nutate 
about  the laser  axis with  rotation of the  modulator.  Appendix B details  the 
description and operational  characteristics of the  modulator. 

A reference  signal  for  the  power  lock-in  amplifier  was  generated with a 
chopper  blade  attached  to  the  modulator  barrel. A small  tungsten  source and 
a photodiode were  used  for  the  lock-in  signal  generation  at a 17-Hz chopping 
frequency. 

Laser beam - 
Reference 
chopper blade 

Figure 7. Modulator 

Ellipsoidal  mirror. -- An ellipsoidal  mirror  was  constructed and  used  to 
collect  the  reflected  energy  fromthe  cavities  and  focus  it on the  detector. 
An integrating  hemisphere,  commonly  used  for  this  purpose,  was  analyzed 
and found to be undesirable due  to  poor  image  quality  resulting  in  increased 
measurement  complexity  and  loss of accuracy.  Figure 8 illustrates the im- 
provement  in  image  quality  with  use of an  integrating  ellipsoidal  mirror 
ra ther  than a hemispherical  mirror.  The  diameter of the  hemisphere  and 
the  major  axis of the  ellipsoid  used for this  analysis w a s  2 0  cm. 
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The  ellipsoidal  mirror  constructed had semi-major  and  semi-minor  axes of 
5.0  and 4.8  inches,  respectively,  with a displacement  focus  from &e center 
of 1.4 inches.  The  mir.ror  surface is evaporated  aluminum  on  an  epoxy 
molded  surface  backed  up  with  an  aluminum  coating  for  support  and mounting. 
Appendix C details  the  design,  construction,  and  tests of the  ellipsoidal  mirror. 

Extensive  theoretical  analyses and experimental  testing  determined the optical 
performance of the  ellipsoidal  mirror. A computer  program  studied  the im- 
aging  quality of the mi r ro r  of a 1-cm  source  aperture  at  one  focus  using a 
ray  t race technique.  Figure 9 shows  the  analytically  determined  image  pro- 
duced  on a cathode r ay  tube  display  for 25 000 random  ray  traces  from a dif- 
fuse  source.  Very  little  distortion is evident  in  the  image of the  1-cm  diam- 
eter  source. 

Experimental  image  quality  measurements  were  made  using  visible light. 
Figure 10 shows a photograph of a 1-cm  diameter  diffuse  light  source and  an 
image of that  source  generated by the  ellipsoidal  mirror.  Approximately  the 
same  image  distortion is evident a s  that  predicted by the  theoretical  studies. 

To  obtain  quantitative  data on the reflectance of the  ellipsoidal  mirror  surface 
a t  10.6 p, small  flat  samples of the mirror  surface  material   were  prepared 
in the same  manner  as  the  ellipsoid.  Measurement of these  surfaces with a 
reflectometer showed reflectances of the  samples  that  varied  from 0. 8 7  for 
poor  quality  substrate  to 0.94 for a good quality  substrate.  The  ellipsoidal 
mirror  surface was,  except  for a few extremely  small  spots, of good optical 
quality. For correction of the measurement  data  for  mirror  reflectance, a 
reflectance  value of 0. 93 was  used.  The  significance of using  this  reflectance 
data  to  correct  the  test  data is presented  later  in the error  analysis  discus- 
sions. 

Detector, -- An  evacuated  thermopile  detector  was  selected  for  use on 
this  experiment.  Many  detectors  were  considered but the  need for a large 
area  detector with a wide  field of view resulted  in the selection of a specially 
prepared  thermopile.  The  detector had a 3/4-inch  square  sensitive  area 
covered with an I r t ran  2 window. Responsivity of the  detector  was 2 micro- 
volts  per  microwatt  with a time  constant of 5 milliseconds.  Detector  resis- 
tance  was  about 25 ohms with a noise  equivalent  power of 10” watt. 

Angular  and  spatial  sensitivities of the  detector  were  measured with laser  
beams  having  beam  diameters of 0. 093 and 0.25  inch.  The two size  beams 
were  used  to  ascertain  narrow  and wide beam  response of the  detector  spa- 
tially  across  the  detector  sensitive  element.  Measurements  were  made  in 
two orthogonal  directions  across  the  detector  sensitive  elements  using  the 
detector  connector  as a reference. 

Figures 11 and 1 2  show the  spatial  variance of the  detector  for  the 0. 093- and 
0. 25-inch  beam  diameters,  respectively.  For  the  larger  beam, the spatial 
response is shown  to  be  very  uniform.  However,  the  response  using  the 
smaller  beam  varies by a factor of 3 due to  local  inhomogeneties  in  the  de- 
tector.  This  deviation is not critical  tothe  experiment  since  the  cavity  image 
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is large and these  local  variations are ingegrated out. Little or no  hysteresis 
is  seen in the  detector  as  evidenced by the  similarity of the  response data 
from  right  to left and left to  right. 

Similar  measurements  determined  the  detector  angular  sensitivity.  Figures 
13 and 14  show the  measurement  relative output a s  a funct ion of angle of 
incidence  for  measurements  made in orthogonal  planes.  Again,  measure- 
ments  were  made  using both the 0. 093 and  0.25-inch  diameter  beams.  The 
detector  response  shown in Figure 14 for  the  larger  beam  shows a relatively 
flat  response out to  approximately 40 degrees followed by a sharp  roll-off 
out t o  80 degrees. 

Correction of the  measurement  data  for  the  angular-response of the  detector 
when  operating  within  the  ellips3idal  chamber is discussed in the  following 
error  analysis  sect  ion. 

Error  Analysis 

A previous  section  discussed how large  errors   are   permissible  in the  reflec- 
tance  measurement witnout  significantly  affecting  the  determination of cavity 
emmitance.  Table 1 lists  the  potential  sources of e r r o r  in the  experiment 
and magnitude of the  percentage  error for each  source. 

TABLE 1. MEASUREMENT  ERRORS 

Detector  angular  response 155 

Initial  calibration 3 %  

Ellipsoid  reflectance 2s 

Modulated reflections  Negligible 

Atmospheric  path  losses  Negligible 

System  noise  Negligible 

Laser  power  stability  Negligible 

Cavity  self  emission  Negligible 

Total  20% 

A s  was  previously pointed  out,  however,  the  total e r r o r  of 20 percent shown 
in Table 1 a r e   e r r o r s  in the  measurement of cavity  reflectance and produce 
e r r o r s  on the  order of 0. 1 to  0. 01 percent in the  cavity  emissivity  data. 
Each of the  above e r r o r s  is discussed in the  following  paragraphs. 
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Detector.  angular  response. - -  The  loss of detector  sensitivity  at large 
incidence  angles is the  largest  potential  source of error.  Using  the  detector 
angular  sensitivity  measurements  shown  in  Figure 14 and  assuming  the  cavity 
aperture is imaged on the  detector  with a perfectly  diffuse  distribution  (equal 
intensity  in all directions),  approximately 30 percent of the  reflected  energy 
is not detected. 

In the  actual  experiment,  however,  the  laser  beam  was  incident on the  cavity 
aperture  at  angles  from  the  normal up to  30 degrees.  Therefore,  the  direc- 
tional  hemispherical  emittance would be skewed  toward  the  normal which would 
reduce  the  field of view error.   This  error  magnitude would then be dependent 
on the  laser  beam  incidence  angle. 

In  the  system  calibration,  the  energy  loss due to  the  detector  angular  response 
was  taken  into  account.  However,  due  to  the  uncertainty of the  actual  direc- 
tional  hemispherical  reflectance  characteristics,  the  error  caused by detector 
angular  response  was  estimated  to be a maximum of 15 percent. 

Initial  calibration- - -  Calibration of the  detector-electronics  was  accom- 
plished  using  standard  calcium  flouride  attenuators  and a stable  laser  source. 
Vendor  data  stated a 0.093  transmission  factor,  and  the  tests  conducted of 
each  individual  attenuator  and  the  attenuators  in  multiple  series  verified  the 
vendor  data. 

Repeatability of the  initial  calibration  readings  was  approximately  three  per- 
cent;   this  error being  caused  by  misalignment  due  to  the  insertion  and  extrac- 
tion of individual  attenuator  elements. 

Ellipsoid  reflectance. - -  Reflectance  values  for  the  ellipsoidal  surface 
were  determined  from  reflectance  measurements of varying  quality  substrate 
samples  coated  at  the  same  time as the  ellipsoid.  Appendix C details  the 
tes t s  and results  that  were  conducted.  Reflectance  values  for  the  samples 
varied  from 0. 87 for  poor  quality  substrate  to  0.94  for high quality  substrate. 

Inspection of the  ellipsoidal  surface  indicated a high  quality  surface  and, 
therefore, a reflectance  value of 0.93 was  used. A s  indicated  in  Table 1, an 
allowable e r r o r  of 2 percent  was  estimated  for  this  reflectance  value  and  it 
was  not  significant in affecting  the  experiment  data.  Further  analysis  con- 
ducted  during  Lalibration of the  measurement  system  substantiated  the 0 .  93 
reflectance  value. 

Modulated  reflections. -- If the  laser  beam is larger  than one centimeter 
as the  beam  enters  the  cavity  aperture,  modulated  energy  will  be  reflected off 
the  cavity  shoulder  and be focused  onto  the  detector.  Measurement of the 
laser beam  characteristics,  discussed in a previous  section,  indicated  that 
the  laser  energy  incident on the  cavity  shoulder would  be approximately  five 
orders  of magnitude  below  the  main  beam  peak. 

For  measurement of this  modulated  energy  reflection, a dummy  cavity  was 
placed  in  the  experiment  that  permitted all energy  entering a one-centimeter 
aperture  to  be  absorbed  external  to  the  test  setup  (see  Figure 4) .  Measure- 
ment with this  experiment showed that less than  10-7 of the  incident  energy 
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was  reflected off the  cavity  shoulder  and  collected  by  the  detector.  This 
energy  level is on the  order of the  detector  and  electronics  noise so that  accu- 
rate determination  was not possible;  however,  energy  levels  even two orders  
of magnitude  higher would  not produce a significant  error. 

These  measurements  were  conducted with a smooth metal face on the  cavity. 
To  eliminate  this error from  the  experiment,  black  flock  paper  was  placed 
on all cavity  faces  surrounding  the  apertures.  Measurements with the  paper 
in  place  resulted  in  an  undetectable  signal  and,  therefore,  this  error  source 
is negligible. 

Atmospheric  path  losses. - -  A t  the  working  distances  involved  in  this 
experime’nt, atmospheric  path  losses are insignificant.  Atmospheric  trans- 
mission as a function of wavelength for 1 . 0  to  14 .0  p indicates a transmission 
exceeding 70 percent  per sea mile. 

System  noise - -  The  noise  equivalent  power  was  measured  for  the  system 
and found to  be approximately 10  watt.  Actual  reflectance  measurements 
were  made down to a power  level of 10  watt  indicating a 100: 1 signal  to  noise -6 

level. Any system  error  at  this  signal  noise  level is negligible. 

- 8  

Laser  power  stability. - -  Measured  stability of the  laser  source  during 
” 

long  measurement  times  was  approximately 0 . 1  percent.  Frequent  measure- 
ments of the  laser output  power  were  made and measurement  data  corrected 
fo r  this  calibration. 

Cavity  self-emission. - -  Self-emission  from  the  cavity  can  cause  an  error 
if it is ac and  inphase  with  the laser beam  modulation.  The  absorption of the 
laser energy by the  paint  surface  represent a potential  source of inphase a-c 

heating. In addition,  reflectance  measurements as low as 10 a re   to  be mea- 
sured so very  small  a-c  heating  effect could  possibly  cause  measurable  sig- 
nals.  Consequently, a rather  detailed  mathematical  analysis of th i s   e r ror  
source  was  performed. 

-5  

From  the  analysis,  presented in  Appendix A ,  self-emission is analytically 
predicted  to be of the  order of 10  . This   e r ror  is only  important  for  the  very 
black  cavities  where  reflectance is of the  order or less.  Also,  such  an 
e r r o r  would tend  to  make  the  reflectance  higher  and  emittance  lower.  There- 
fore ,   th is   error  is conservative;  that is, emittance  values are actually  blacker, 
so for  the  data  presented in this  report   this  error is negligible. 

-5 

Calibration 

Two techniques  were  used  to  calibrate  the  measurement  system:  The  direct 
calibration of the  detector  and  electronics  discussed earlier, and a system 
measurement  to  check  the  entire  experimental  setup.  Figure 15 presents  the 
calibration  curve  determined  from  the  results of both calibration  measurements. 
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Figure 15. Calibration  Curve 



The  system  measurement  was  made  to  permit  determination of the  effects of 
detector  angular  response and ellipsoidal  mirror  reflectance on the  measure- 
ment  data. To make this  measurement,  the  blackbody  cavity  was  replaced by 
a copper  disc  painted with the  black  diffuse  paints  used to  coat  the  cavities. 
Reflectometer  measurements of this  paint  surface  at 1 0 . 6  p showed a 0.03 
reflectance  value. 

Measurements  were  made  using  the  painted  disc  and  corrections  made  to  the 
data  using  the  sample  disc  reflectance,  ellipsoidal  mirror  reflectance, and 
detector  angular  response  data.  Using  the 0.93 reflectance  data  for  the  ellip- 
soid  and  an 85 percent  correction  for  the  detector  angular  response,  these 
experimental  data are compared with  the  direct  calibration  data on Figure 15. 
Using  this  data,  each of the  reflectance  measurements  taken  were  corrected 
for  the  mirror  reflectance and  the  detector  angular  response  effects. 

System  alignment  was  accomplished  using  the  straight  through  cavity  used  in 
the  reflected  modulation  experiment.  The  laser  was  aligned to the  cavity 
entrance  aperture when the  output  electroniks  indicated  an  undetectable output 
signal.  Subsequent  alignment of the  individual  blackbody  cavities  was  assured 
by the test  fixture. 
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EXPERIMENTAL RESULTS 

Each  individual  cavity w a s  mounted  in  the  test  fixture  with  the  laser  energy 
input  normal  to  the  cavity  aperture.  Measurements  were  made  at  five  degree 
increments  out to a maximum of thirty  degrees  from the normal.  For  the 
right  circular  cylindrical and conical  cavities,  the  above  incidence  angle  mea- 
surements  were conducted  without  reference  to  the  azimuth of the  symmetrical 
cavities.  However,  for both the  off-axis  conical  cavities,  directional  emit- 
tance is dependent on the  angular  orientation. 

For  a convenient  reference,  zero  degree  reference  was  defined as that  refer-  
ence when the  apex of the  conical  cavities w a s  toward  the  laser.  Measure- 
ments  were  taken  at 0, 90, 180, and 270 degrees  in  this  reference  system. 

Each of the  cavities  were  tested  with both nominally  specular and nominally 
diffuse  paint  coatings.  Additionally,  the 12. 45 L / D ,  off-axis  cone w a s  tested 
with no paint  coating.  This  was  done to determine  the  effect of varying s u r -  
face  emissivities  within  the  cavity,  the  emissivity of the  paints being in  excess 
of 0.90 and the  emissivity of the  copper  surface being approximately 0. 05. 

The  experiments  conducted and results  are  described  in  the following sections, 
each of which is characterized by the surface  conditions  within  the  cavity 
interiors.  

SPECULARLY  REFLECTING CAVITY SUR.FACES 
~ . ~ - ; l - .  

The  cavity  emittance  results  corresponding to nominally  specular  surfaces  are 
summarized  in  Table 2 for  the  four  configurations.  The  angles 8 and y ,  
shown in  Figure 16, define  the  spatial  orientation of the  directional.  emittance. 
The  azimuthal  angle y is relevant  only  for  the  off-axis  cones,  which  are  not 
axi  -symmetric . 
An overall  inspection of the  table  indicates  that  the  emittance of the  off-axis 
cones  exceeds  those of the cylindrical and conical  cavities. In particular,  
the  12.45  L/D cone was  found  to have  an  emittance  greater  than 0.99999 for 
all of  the  directions  investigated.  The  measured  emittance  values  for  the 
cylindrical and conical  cavities  are  sufficiently high  to  qualify  these  configu- 
rations  for  application  in  conventional  engineering  practice. 

Both  of  the  axi-symmetric  cavities  have  directional  emittances  which  increse 
as the  angle 8 increases,  with the trend  being  more  strongly  manifested  for 
the  cylinder.  The  relatively  lower  values of 6 for  the  cylinder  at  small 8 
are  consistent with  the  relatively  higher  directional  reflectances  which  should 
occur  in  this  geometry  at  normal and near  normal  incidence. 

The  directional  emittances  for  the  off-axis  cones  at  azimuthal  angles y of 
90 degrees and  270 degrees  should be identical  at  any  given 8 ,  provided  that 
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TABLE 2.  - DIRECTIONAL  SPECTRAL ( 1 0 . 6 ~ )  EMITTANCE O F  CAVITIES  COATED  WITH 
A SPECULARLY  REFLECTING  PAINT HAVING EMITTANCE O F  0.95 

6 > 0.99999 for 0 8 s 30°, y = O", 90°, 180°, 270" 



(a) Schematic  elevation  view 

Ax is  of 
cone 

i the  directional  emittance 
\ 

/ 

Cavity  aperture 

(b) Schematic  plan  view 

Figure 16. View of Off-Axis Cone  Showing the 
Spatial  Orientation of the Directional 
Emittance 
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there  are no irregularities  in  geometry,  surface  finish,  coating  thickness, 
and cavity  alignment. A comparison of values  for  the 3 L/D,  off-axis  cone  at 
y = 90 degrees and 270 degrees  shows  coincidence  within the expected 
experimental  error  thereby  lending  support to the  quality of the apparatus and 
to  the  validity of the error  analysis.   Furthermore,   i t   can be reasoned  that 
the  emittances  for y = 180 degrees  should  exceed  those  for 90 degrees  at 
each fixed 6. This  behavior is verified by the measurements. 

The experimental  results  were  also  compared  to  the  available  predictions of 
analysis. A computation,  based  on a ray-tracing  technique,  for  the 12. 45 
L/D,  off-axis  cone with a specularly  reflecting  surface  (reflectance = 0. 10) 
gave a directional  emittance of 0.99999 for 0 8 S 10 degrees.  This 
finding is in  excellent  agreement with  that of experiment.  For the cylindrical 
and conical  cavities,  extrapolation of published  information for the  hemispher- 
ical  emittance  yields 0. 999 and 0.  996. These  values  differ  somewhat  from 
those of Table 2. The level of agreement is, however, a s  good as  can be 
expected  in  light of the  aforementioned  e,xtrapolation and in view of the  fact 
that  hemispherical and directional  values  are being compared. 

. DIFFUSELY ~ "" REFLECTING _ _ ~  CAVITY . SURFACES 

Table 3 gives a listing of the  experimentally  determined  directional  emit- 
tances  for  nominally  diffusely  reflecting  cavity  surfaces, The structure of 
the  table is identical  to  that of Table 2 and the  angles 8 and y are  defined in 
Figure 16 a s  before. 

Table 3 shows  that  the  directional  emittances  for  the  cylinder,  cone, and 3 
LID  off -axis cone a re  of similar  magnitudes,  ranging  between 0 .991  and 
0. 999. Furthermore,   there  are no evident  trends  in the data  as a function 
of the  angles 8 and y. This  uniformity of the  results is believed due to  the 
diffuse  character of the  cavity  surfaces and to  the common  L/D of these 
cavities. 

The  12.45  L/D,  off-axis  cone  has a slightly  higher  emittance  than  the  afore - 
mentioned  cavities. In  the case of the 3 L/D  off-axis  cone,  the  expected 
coincidence  (within  the  estimated  error) of the  emittance  values  for y = 90 
degrees and 270 degrees is once  again  verified by the  data. 

With respect  to  the  analytical  predictions, a simplified  DeVos  calculation  for 
a diffusely  reflecting  (reflectance = 0. 10) 12.45  L/D,  off-axis cone yielded 
an  apparent  directional  emittance of 0.9995  for 0 5 6 s 10 degrees. The 
difference  between  this  calculated  emittance and the  value E. > 0.99999 of 
experiment is attributed,  at  least  in  part,  to  the  fact  that  the  surface  reflec- 
tance of the  analysis w a s  0. 1 and that of the  experiment  was 0. 025. Analyti- 
cal  predictions  for  the  cylinder and the  cone are  available  only  for  the  hemi- 
spherical  emittance.  Extrapolation of the  published  information to  the case 
of cavities  with  surface  emissivities of 0.975  yields 0.996 and  0.988  for  the 
cylinder and the  cone,  respectively.  The  deviations of these  predictions  from 
the experimental  findings  may be ascribed  to  the  same  causes  as  were d i s -  
cussed  in a similar  comparison  for  Table 2, 
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TABLE 3. - DIRECTIONAL  SPECTRAL ( 1 0 . 6 ~ )  EMITTANCE O F  CAVITIES  COATED  WITH 
A DIFFUSELY  REFLECTING  PAINT HAVING EMITTANCE O F  0.975 

t 

e 30" 2 5" 2 0" 15" 10" 5" 0" 

Cylinder  

0.9970  0.9975 0.9990 0.9985  0.9980 0.9975  0.9965 270" 

0.9970  0.9970 0.9965 0.99  15 0.9930 0.9930  0.9925 180" 

0.9970  0.9975  0.9990  0.9980 0.9975 0.9970 0.9965 

0.9940 0.9940  0.9935 0.9935 0.9895 0.9900 0.9935 

0.9935 0.992 5 0.9900  0.9970 0.9975  0.9970  0.9950 Cone 

0.9985 0.9985  0.998  0.998 0.997  0.9975  0.9965 

Off- goo 

Y 

= 

Off -axis 
cone 
L I D  = 12.45 

E > 0.99999 for o s e r= 30°, y = 00, 900,  180°, 270' 



UNCOATED 12.45 L/D, OFF-AXIS CAVITY 

Measurements  on  the  uncoated 12.45 L/D  off-axis cone  explored  the  role of 
cavity  geometry,  unaided by coatings,  in  augmenting  the  emittance. The 
polished  copper  surfaces which  make up the  interior of the  cavity  have  an 
emittance  on  the  order of 0.05. 

The measured  cavity  emittances  are  listed  in  Table 4 for  parametric  values 
of the  angles 8 and y which  have  already  been  defined  in  connection  with 
Tables 2 and 3. The dominant  characteristic of the results of Table 4 is the 
remarkably high values  attained by the  cavity  emittance,  especially in view 
of the  fact  that  the  actual  emittance of the  cavity  surfaces is very low. These 
high values of cavity  emittance  indicate  that  the  geometry  contributes  enor- 
mously  to  the  degree of blackness.  Thus,  it is demonstrated  that high  cavity 
emittances  can be realized without  coatings;  the  finding  may  have  practical 
relevance  for high temperature  applications  where  coatings  may  not be stable. 

Al l  data  reported  herein  were  repeated with an  interval of at   least  one  day 
between  the two measurements. The reflectances  were  repeatable to within 
14. 5 percent which results  in  repeatability on the  emittance of 0.6 percent 
for the  lowest  emitting  cavity and 0. 0002 percent  for the  highest  emitting 
cavity  studied. 

31 



W 
to 

TABLE 4. - DIR.ECTIONAL  SPECTRAL (10. 6p) EMITTANCE O F  12.45 L / D  OFF-AXIS 
CONICAL  CAVITY  WITH  A  POLISHED  COPPER SURFACE 

e 

0.950 0.945  0.940  0.955 0.950  0.935 0.940 90' 

0.960 0.985 0. 895 0.935 0.885 0.965 0,935 0" 

30' 2 5" 2 0" 15' 10" 5" 0" 

180" 

0.955 0.945  0.955 0.950  0.945 0.940 0.940 2 70" 

0. 895 0. 85 0.920  0.900  0.970  0.940  0.940 



CONCLUSIONS 

A measurement  technique  for  determining  the  directional  spectral  emittance 
of blackbody cavities  was  developed and applied  to  four  specific  cavity  geo- 
metries. E r r o r  analyses, which were  verified  during  the  course of the 
experiments,  proved  the new technique  to be capable of providing  highly p re -  
cise  values of emittance.  The  experiment  demonstrated  that  five  significant 
figures could be resolved  in  the  emittance  of high emittance  cavities. 

One of the  cavities  investigated, a 12.45 L / D  off-axis  cone, had an  emit- 
tance  greater  than 0.99999 when  coated  with  nominally  specularly  reflecting 
or nominally  diffusely  reflecting  black  paints.  These  paints had emittance of 
0.95 and 0.975,  respectively. In the  case  in which the  cavity  surface  were 
uncoated  (surface  emittance of approximately 0.  05),  measured  emittances 
were  approximately 0.95, demonstrating the  effectiveness of cavity  geometry 
in  producing a high cavity  emissivity. 

Three  other  cavities having L/D = 3 were  also  investigated. The internal 
surfaces of these  cavities  were  coated with  the aforementioned  black  paints. 
The emittances of these  cavities  varied  as low as  0. 94 for  the  cylinder  coated 
with specularly  reflecting black  paint to as  high a s  0. 999 for all  three  cavities 
at  30" off normal. 
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APPENDIX A 
ANALYSIS O F  CAVITY FLUCTUATING  SELF-EMISSION 

The  fluctuating  self-emission  from  the  cavity  was  thought to be a significant 
factor  in  contributing  to  the  error.  Initially,  an  analysis  was  made  assuming 
the  cavity wal l  to be semi-infinite  in  extent  with  an  infinitely  thin black  coating 
on the  surface of a low-conductivity  material.  Duhamel's  integral  was  used 
to obtain  solutions  for a sinusoidally  varying  heat flux as  a boundary  condition. 
The temperature  levels  calculated  indicated  that  cavity  self  emission  was a 
problem.  Because of those  results, a more  sophisticated  numerical  study 
was  made of the  problem to accurately  determine the e r ro r .  

The mathematical  model  used  for  the  more  detailed  study is described below. 
The cavity  was  approximated by a two dimensional  surface  as  shown in 
Figure A l .  The surface  was  divided  into 2 7  nodes  for  numberical  purposes. 
The copper  was  assumed to be 0.25-in.  thick with a 0. 005-in.  coating of 
black  paint  on  the  surface. 

Mathematically,  the  energy  transfer is described by the  parabolic  diffusion 
equation  in two dimensions 

where  the  thermophysical  properties  are  assumed not  to be functions of 
temperature  for  simplicity. 

For a time  varying  laser  heating of one surface,  the boundary  condition is 

where T is the  ambient  temperature and thepaint is assumed black (i. e . ,  
6 = 1.0). 

Finally,  the  second  surface of the  cavity  convects  energy  away and we have 

The  heat  transfer  coefficient  in  Equation (A2) and (A3) is assumed to be 
representative of free  convection  in air (ambient  temperature  was  assumed 
to be 70'F). 
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Figure A l .  Geometry of Thermal  Analysis 
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The initial  conditions  are 

t = .O all x, all y  T = T, (A41 

Using a standard  finite  difference  heat  conduction  numerical  routine (TB . 
HEAT),  Equation ( A l )  with  associated  boundary  and  initial  conditions  was 
solved. 

The results  are  shown  in  Figure A2 for  heating at nodes 1, 4, 7, and 10 of 
Figure A l .  It is evident  that,  for 2 watts  input,  cavity  heating is no problem. 

The differences  between  this  analysis and the  original  closed  -form-problem 
formulated  earlier  are obvious.  Originally, a semi-infinite slab of material 
was  postulated.  This  was one component  and  for a conservative  estimate  the 
thermal  conductivity  was  taken  to be that of the paint(i. e. , 0. 5 BTU/hr ft. 
OF). In the latter  numerical  study,  the  paint  comprised  only 0.  0005 inch 
while  the  copper  (with  thermal  conductivity of 2 2 0  BTU/hr ft. O F )  was 1/8 
thick.  Apparently,  the  copper  dominates  the  system to the  extent  that,  for 
practical  purposes,  the  paint could be neglected  except  for  the  absorption of 
the  incident  radiation. 

The consideration of the  amount of total  energy  radiated due to 0.  1°F change 
in temperature is approached  as  follows: 

We have  the  Stefan  Boltzmann  law 

q = COT 4 

Differentiating  this  expression  with  respect to temperature  yields 

dq = 4 e o T  dT 3 

and rewriting the differentials  as  increments 

Aq = 4 e D T   A T  3 

Conservatively,  assume  the  emissivity  to be unity and obtain 

Aq = 4(1) ( 0 .  173) (100) AT 500 3 

AT = 0. 1°F 

Aq = 0.0865 BTU / hr  f t  2 

Assume 0. 1 in. = a rea  heated  (very  conservative) 
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Thus,  the  change  in  total  energy wil l  be about 10 watts.  However,  with 
an  incident  level of 2 watts and an  emissivity of 0.99999, the  energy  reflected 
to  the  detector is on  the order  of loe4 watts  (one  order of magnitude  above 
the  calculated  maximum  fluctuation). 
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APPENDIX B 
THEORY.OF  OPTICAL  MODULATOR 

Modulation of the laser  beam  results  from  the  variation  in  transmission 
(reflection) of the  optical  plates as they  rotate.  This is caused  by  the  changing 
orientation of the  plates  with  respect  to  the  plane of polarization of the laser 
beam. 

For the  modulator  to  work,  the  laser  beam  used  must be plane  polarized  and 
must  maintain a fixed  polarization  plane. If the  laser  beam is completely 
plane  polarized  the  degree of modulation  (reflection)  fpr a single  plate is 

sin 8, sin 8 cos 8, cos e2 

sin (e, - 0,) COS (e,  - 0,) 
M =  16 2 ,  

2 

sin 8 sin 8 cos el cos O2 

- 1 6  [ 2 
1 2 

sin (e, + 6,) B 
The  first   term  represents the  transmission of the  plate  for  the  initial  orienta- 
tion  shown  in  Figure B1 with  the  polarization  plane  parallel  to  the  paper,  and 
the  second term  represents  the  transmission  for  the  plate  rotated 90 deg 
about  the laser  beam as a spin  axis. 

To  determine  the  effects of the  second  plate,  the  two  terms  in  the  expression 
a r e  independently  squared.  The  plot of percent  modulation  versus  incident 
angle  for a two-plate  system is shown in Figure B1. This plot is from  the 
expression 

e, cos2 el sin e cos 2 

M = 256 2 

(e, + 6,) cos (e, - 4 

cos' e, sin e2 cos 2 
- 256 

L sin (e, + 0,) 4 1 
Maximum  modulation  (reflection)  occurs  at  the  Brewster  angle for the 
material.  The  expression 

n = tan €I1 
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is usea to evaluate the Brewster  angle  where n is the  index of refraction of 
the  material.  Thus, for germanium,  maximum  modulation  occurs  at  about 
76 deg,  while for  I r t ran 2 ,  maximum  modulation  occurs  at about 67 deg. At 
incident  angles  greater  than 45 deg,  acceptable  modulation  occurs;  thus,  the 
Irtran windows  were  fixed at 60 deg. 
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APPENDIX C 
INTEGRATING HEMI-ELLIPSOID 

This  appendix  describes  the  fabrication of an  integrating  hemi-ellipsoid  used 
in  this  study  and  the  associated  analytical  and  experimental  testing  performed 
on it. 

F A  BRICATION 

The  current  hemi-ellipsoid was  constructed  from  two  quarter  sections of an 
ellipsoid with a semi-major  axis of 5.000 inches and a semi-minor  axis of 
4.800 inches.  The  distance  from  the  center of the  ellipse  to  each  focal  point 
is 1 . 4  inches. 

The  convex  male  mold  was  machined on a lathe by carefully  adjusting  the 
cutting  tool to ''x"  and "y" coordinates  (see  Figure  Cl)  computed on a digital 
computer.  The "y" coordinate of the  tool  location was  computed,  accounting . 
for the  tool  radius,  for  0.001  increments  in "x". A solid  hemi-ellipsoid 
symmetric with respect  to  the  semi-major  axis was  generated, as shown  in 
Figure  C1.  The  mold  was  highly  polished to give  the  resulting  casting a 
smooth  finish. 

Y 

Semi-major axis 
X - 

Figure C1. Convex  Ellipsoid Mold 

The  quarter  ellipsoids  were  prepared by filling  the  annulus  between  an 
aluminum  outer  casting  and  the  male  mold  with  epoxy. A very  light  coat of 
silicone  vacuum  grease  was  used as a release  agent  between  the  male  mold 
and  cast  epoxy.  The  castings  were  produced with an  additional one  inch 
overlap  along  the  mirror  axis.  This  gave  the  hemi-ellipsoid  an  overlap as 
shown  in  Figure C2. 

It was  necessary  to  evacuate  the  mold  while  casting  the  epoxy  to  remove 
entrained air bubbles  on  the  mold  surface.  After  many  tests, a complex 
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1 in. 

Semi-major axis 

Figure C2. Hemi-Ellipsoid 

pumping  schedule  was  developed by which DEVCON F ,  an 80 percent  aluminum 
filled  epoxy,  could  be  cast  with a minimum of entrained  bubbles. 

Aluminum  was  evaporated on the  inner  surface of the  ellipsoid  to  provide 
high reflectance in the  spectral  regions of interest.  The  hemi-ellipsoidal 
mirror  appeared  to have  excellent  focusing  properties  in  the  visible, but 
.further  evaluation  was  considered  necessary. 

THEORETICAL FOCUSING 

The  focusing  properties of the  hemi-ellipsoid  were  obtained  using a digital 
computer. With vector  calculus, a geometrical  ray  trace  was  performed on 
the  hemi-ellipsoid.  The  hemi-ellipsoidal  collector is described by Equation 
C1 in a rectangular  Cartesian  coordinate  system  as  shown  in  Figure C3. 

X 
2 

Y2 = 2 
2 

- + " t - = ,  
b2 c a 

where 

a = 5 inches 
b = c = 4.8  irches 

Consider a r a y  which originates  from  the  source point  (x,, y,) and is reflected 
by the  hemi-ellipsoid at an  arbitrary  location (x2, y2,  z2).  The  reflected  ray 
intersects the  xy-plane at the  image  point  (x4,  y4).  The  normal to the  col- 
lector  surface  intersects  the  xy-plane  at  the point (x3,  y3). It can be shown 
that 

x = o  3 (C2) 
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X 

Figure C3. General  Coordinate  System  for  Ellipsoid 

y3 = y2 (1 - a / b  1 2 2  

Thus,  the  intersection of the  normal with y axis is a  function of where  the  ray 
strikes  the  surface of the  ellipsoid. 

Define, for  convenience 

g =  a / b  2 2  

and 

2 
r2 3 r 34 
2 

'12 - '13 - r13 
h =  " 

, (C4 1 

(C5 1 

By restricting  the  source  and  image  to be in  the  equatorial  plane of the  hemi- 
ellipsoid (i. e . ,  z = O),  only  the ray  pattern  in  the  xy-plane  need be considered. 
This  pattern is shown  in  Figure C4. Using  geometrical  relationships, we can 
obtain  the  following  expressions  relating  the  source  and  the  image  points 

.x4 = -xlh ((26) 
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1 
( x l , y l )  

Figure c4. Two-Dimensional  Coordinate  System 

where 

Equations (C6) and (C7)  were  programmed on a digital  computer. A diffuse 
circular  source of energy 1 cm  in  diameter  emitted  energy  from one focal 
point in  the  hemi-ellipsoid.  The  rays  were  emitted  from  either  the  boundary 
D f  the  source o r  the  entire  source.  The  spot on the  source and  the  direction of 
the emitted  ray  were  chosen by use of a random  number  generator.  Each  ray 
so  selected  reflected  from  the  ellipsoid and struck a point  in the  second  focal 
plane.  Each  discrete  points  in  the  second  focal  plane  was  displayed on a large 
nscilloscooe  used  as  the output device of the  digital  computer.  The  data  was 
recorded by taking a photograph of the  oscilloscope  display. 
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Part   (a)  of Figure C5 shows  the  image of the  boundary of a 1 -cm  circular 
source  computed with  about 8000 rays  emitted  in a 45 deg  cone  about  the  nor- 
mal.  The  grid  lines  shown on the  photographs a re   2 -cm long  for  reference 
purposes.  The  image of an  entire  circular  source  radiating  in a ten-degree 
vertical cone  only is shown  in  (b) of Figure C5. About 1 0  000 rays  were  used. 
Finally,  the  entire  circular  pattern  radiating  in all directions is shown  in  (c) 
of Figure C5. Over 25 000 rays  were  used  to  generate  the  photograph. It is 
obvious  that  all of the  energy  emanating  from  the  1-cm  circular  source is con- 
tained  within a 2-cm  square about the  center  defined by the  focal  point.  The 
inclusion of the  lower  portion of the  hemi-ellipsoid  introduces  aberrations. 

In most  applications, the  majority of the  energy would leave  normal  to  the 
source, with little  energy  leaving  in  directions  near 90 deg  from  the  normal. 
Therefore,  aberrations as shown, a r e  not serious. 

The  hemi-ellipsoid  will  perform  better  than  an  equivalent  hemisphere,  and it 
wi l l  improve  the  accuracy of the  measurements. 

EXPERIMENTAL  TESTS 

In addition  to  the  theoretical  analysis,  experimental  tests  were  used  to  evaluate 
the  focusing  properties of the  ellipsoidal  mirror. Although the mirror  was 
developed  for  use  at 10.6p,  tests  were  performed  using  visible  light. If the 
mirror  is  acceptable  using  visible  light, it will  perform  better in  the  infrared 
since  the  surface  quality is less  critical  at  longer  wavelengths. 

A fixture  was  made  to  accurately  locate  the  focal  points of the  mirror;   see 
Figure C6. A thin  opal  glass  plate  was  placed in the  fixture  at one focus  to 
serve  as  a diffuse  source. A plexiglass block  with  two,  six-volt  light  bulbs 
was placed on top of the  diffuser  plate  for  illumination.  The  diffuser  plate and 
plexiglass  block  were  masked to  form a circular  light  source of one centimeter 
diameter in  the  focal  plane.  The  image of that  circular  pattern  was  formed  at 
the  second  focus.  Visually,  the  image  appeared  to be about  equal in size and 
shape  to  the  source.  Recording of the  image  was  accomplished  using  photo- 
graphic  paper. 

The  source and image  were  photographed  simultaneously by placing  photo- 
graphic  paper  in  direct  contact  with  the  source and at the  image  plane. 
These  photographs  were shown in  Figure 10, where a four  second  image 
exposure  was  used.  This  image is representative of the  distortion  (magnifi- 
cation)  in  the  visible. 

The reflectance of the  ellipsoid  mirror  surface  was  evaluated by preparing 
specimens in the  same  manner  as  the  ellipsoid  mirror.  These  samples  were 
aluminized  simultaneously  with  the  ellipsoid.  The  spectral  reflectance of two 
specimens  measured  from one to  ten  microns is shown  in  Figure C7. One of 
these  samples had a very  smooth  finish  similar  to  the  ellipsoid  surface  finish. 
The  second  specimen  was  porous  with  qualitative  appearance  much  poorer  than 
the  worst  section of the  ellipsoid  mirror.  The  reflectance is degraded by the 
poorer  substrate  surface  finish. 
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Figure C5. Analytical  Determination of Ellipsoidal 
Reflector  Image  Quality 
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Figure C 6 .  Focus Quality Test Fixture 
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AI mirror on epoxy substrate 
Note: The substrate was  quite smooth 

0.9 - -  

0.8 - -  

Poor quality  finish 
epoxy substrate 

0.7 - -  
Good quality  finish 
epoxy substrate 

Figure C7. Reflectance of Aluminized Epoxy 
Specimens 
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